. Studies of the affinity of biolayer coating obtained using various preparation methods for different Abs concentrations. Annotation for Supplementary Table S1 . Δf-oscillation frequency of the sensor following Abs-IFNg binding (Hz); f (mean)-mean oscillation frequency from 5 replicate tests (Hz); f1-oscillation frequency of the sensor before contact with IFNg (Hz); m-mass of bioreceptor layer (ng) prepared using methods 1-5; h-bioreceptor layer thickness (nm); N-number of measurement runs where the analytical signal was not decreased by more than 5%; А-concentration sensitivity (А. Hz·mL·ng −1 ) reflecting variations in oscillation frequency of the immunosensor upon contact with IFNg. 
